Transient response of diffusion dosimeters.
A gas sampler that operates on the principle of molecular diffusion was analyzed theoretically for its time dependent response. Applying Fick's second law of diffusion and the mathematical procedure of separation of variables and Duhamel's superposition integral, a simple technique is developed to correct concentration measurements for short term sampling and to estimate error when sampling real-time transient atmospheres.